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Summary: Concentrations of immunoglobulins were determined by laser nephelometry and, for comparison, by
single radial immunodiffusion assay and a sandwich enzyme-linked immunosorbent assay (ELISA) in plasma
samples of normal dogs.
Correlation between methods was high, although the mean IgM concentrations determined by laser nephelometry
were significantly higher than those determined by the single radial immunodirrusion assay or ELISA. In contrast,
the mean IgA concentrations were significantly lower than those determined by ELISA. Laser nephelometry was
the most reproducible method. The between-assay coefficient of variation was 4.12% for IgG, 6.98% for IgM and
6.35% for IgA. Laser nephelometry and ELISA showed similar accuracies, and both were more accurate than single
radial immunodirrusion. Finally, laser nephelometry was much more sensitive than single radial immunodifrusion,
but less sensitive than the ELISA method.
In conclusion, results of the three methods were in general comparable. The higher range of linearity, precision and
accuracy of laser nephelometry, and the availability of automated nephelometers make this the method of choice
for quantifying canine plasma immunoglobulins.
Introduction
The measurement of serum or plasma immunoglobulin
concentrations is one of the commonest tests carried out
in human and veterinary immunology. All the methods
available for quantifying immunoglobulins can be classi-
fied into two major categories (1): those involving mea-
surement of the physical properties of the immune com-
plexes formed between the antigen and the antiserum,
i.e. turbidimetry, light scattering (nephelometry) and
precipitation in gel (radial immunodiffusion), and those
in which the amount of labelled antibody bound to the
antigens is measured as in the enzyme-linked immuno-
sorbent assays (ELISA).
For many years the single radial immunodiffusion assay
has been the method of choice, although for analysis
of human samples it has been replaced by ELISA and
especially by laser nephelometry. Nephelometry has the
advantage of being a highly automated method which
produces faster results and can handle a large number of
samples. On the other hand, the cost of the nephelometer
has limited its use in veterinary practice and to the
author's knowledge there are few reports of its use for
determining plasma immunoglobulin concentrations in
the dog. Thus, the sandwich ELISA is the preferred al-
ternative to single radial immunodiffusion assay for
quantifying individual immunoglobulins, but the
ELISAs are more time consuming than nephelometry.
In the present study, laser nephelometry was used to
measure normal plasma concentrations of canine IgG,
IgM and IgA. Test results were compared with those
obtained by single radial immunodiffusion assay and by
an ELISA method.
Materials and Methods
Forty-four clinically healthy, household dogs were used. The study
population comprised 15 male and 29 female dogs of various
breeds, with ages ranging from 6 months to 8 years, and these
were used to establish the normal range of immunoglobulin values.
Blood was collected from all dogs by venepuncture into heparin-
containing vials. Immediately after collection, the blood was
centrifuged (3000 g, 15 min, room temperature) and the resulting
plasma samples were stored at —20 °C in 0.5 ml aliquots and ana-
lysed.
Antisera used for laser nephelometry, single radial immunodiffu-
sion and ELISA techniques included the purified IgG fractions
from rabbit anti-canine IgA, IgG or IgM antiserum; for the analyti-
cal recovery experiments purified dog immunoglobulins were used.
Antisera and purified immunoglobulins were a kind gift from Dr.
W. E. Bernadina, Utrecht. Preparation of the immunoglobulins and
antisera has been described previously (2). Briefly, IgA was iso-
lated from a dog with multiple myeloma by chromatography over
AcA22 (LKB, Stockholm). Immunoglobulin G and M were puri-
fied from ascites fluid and serum by delipidation, ammonium sul-
phate precipitation, dialysis against distilled water and gel filtration
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on AcA22. The supernatant was chromatographed on a protein A-
Sepharose-EL-4B column (Pharmacia, Sweden). Antisera were
raised in rabbits by inoculation of the antigens mixed with Freund's
adjuvant. The antisera were made specific by solid absorption with
antigen covalently bound to CNBr activated Sepharose-Cl-4B
(Pharmacia, Sweden).
For use as second antibody in the ELISA, the antisera were each
biotinylated using D-biotinyl-y-aminocaproic acid-N-hydroxysuc-
cinimide ester (Biotin-X-NHS, Boehringer Mannheim), essentially
according to the manufacturer's instructions. For quantitation of
canine IgA, IgG or IgM commercially available reference standards
(Miles Laboratories, Elkhart, Ind.) were used at optimal dilutions
in each assay.
Laser nephelometry procedure
The method employed was basically that described by Goodswaard
et al. (1980) (3). A nephelometer (Hyland Division, Travenol Lab.
Inc., Costa Mesa) which incorporates a He/Ne laser as the light
source and an optical system detecting forward light scatter was
used. Previously determined optimal dilutions of the antisera were
1 : 30 for IgG, 1 :25 for IgM and 1 : 10 for IgA. The working
antisera were filtered through a 0.4 μιη polycarbonate membrane
(Nucleopore Corp., Pleasanton) to remove particulate matter, and
the saline blank was filtered by the same method. For each assay
system, 1 ml of the working antiserum was added to a series of 10
X 75 mm disposable cuvettes and labelled as a test sample. One
ml of the saline was added to a separate series of cuvettes for each
reference and test sample blank. Saline blank and antiserum blank
were prepared by pipetting 1 ml of saline and antiserum respec-
tively into the cuvettes. The reference standard was used in at least
five different dilutions in saline. Optimal dilutions of the samples
were 1 : 150 for IgG, and 1 :25 for IgM and IgA. Dilutions of
plasma samples were made in polyethylenglycol buffer which
decreases the solubility of high-molecular-mass antibody/antigen
complexes, allowing rapid measurement and an extended range of
linearity. Dilutions of standards and samples were pipetted (25 μΐ)
into the sample blank and test sample cuvettes. Incubation and
measurement of the percentage of relative light scatter were carried
out as described by Deaton et al. (1976) (4). The readings of rela-
tive light scatter are made by quasi-equilibrium analysis, i. e. by
measuring light scattered by immune complexes in reaction mix-
tures immediately after addition of the antiserum (blank) and then
again after 1 hour incubation with the antisera. The final readout
is proportional to the amount of antigen/antibody complexes pre-
sent in the sample test cuvette.
Single radial immunodiffusion procedure
Basically the method of Mancini et al. (1965) (5) was followed.
Antisera were incorporated into 1% agarose (Seakam FMC Biopro-
ducts, Rockland) and poured on 10 X 15 cm glass plates at a rate
of 2 μΐ of antiserum per cm2. Wells of 4 mm diameter were
punched out and 10 μΐ from each sample and four dilutions of the
reference standards were loaded at two positions on each plate.
After incubation (72 hours), the plates were stained and ring dia-
meters were measured using a graded optical micrometer. Immuno-
globulin values were determined from a reference curve of ring
diameter (in millimeters) versus the corresponding standard.
ELISA procedure
The assay was described recently (6). Briefly, microtitre Nunc
plates (Maxisorb Nunc, Denmark) were coated with canine Ig-cap-
turing antibody in 0.1 mol/1 sodium carbonate buffer, pH 9.6 and
blocked with 5 g/1 bovine serum albumin (Sigma Chemical, St
Louis) in phosphate-buffered saline (0.01 mol/1, pH 7.2). Standards
and plasma samples were added to duplicate wells and the biotin-
labelled antiserum to canine IgG, IgM, or IgA was added to the
appropriate wells. Bound biotinylated antibodies were detected as
follows. Freshly prepared streptavidin-peroxidase conjugate
(Sigma Chemical, St Louis) was diluted 4000-fold, 100 μΐ aliquots
per well, and incubated for l h at 37 °C. The peroxidase reaction
was determined after a 15 min incubation at room temperature with
2,2'-azino-di-3-ethyl-benzothiazoline sulphonic acid (Sigma
Chemical, St Louis) and 35% hydrogen peroxide (ABTS + H2O2;
0.5 mg + 1 μΐ per ml of 0.1 mol/1 citrate buffer, pH 5). The absor-
bance of the peroxidase reaction was measured at 405 nm using
a microtitre plate reader (Titertek multiscan, Flow Laboratories,
Ayrshire, UK).
Assay evaluation
Linearity of the test Γββμΐίβ on standards and test plasma samples
was evaluated by least-squares regression analysis (7). Recovery
of each immunoglobulin class was assessed by assaying canine
sera with known contents of the immunoglobulin classes studied
versus the same sera following addition of a known amount of each
immunoglobulin class. Assay-to-assay variability was estimated by
performance of duplicate determinations on the same standards
over 10 separate assays. Sensitivity (i.e. the positive boundary)
of the assay was calculated from the standard curves, being the
immunoglobulin concentration value giving a relative light scatter
or 405 nm absorbance value equal to that of the blank's mean + 2.6
standard deviations (8). Normality of immunoglobulin concentra-
tions was assessed by the Kolmogorov-Smirnov test. Correlations
between test results were evaluated by use of the Spearman rank
correlation analysis. Mean immunoglobulin concentrations deter-
mined by each test were compared using one-way non-parametric
analysis of variance (7).
Results
A standard curve for laser nephelometry was con-
structed by plotting, on a linear scale, the relative light
scatter of the reference standard dilutions versus their
concentrations for all canine immunoglobulin classes
tested (fig. 1 a to c). The test response curve for increas-
ing dilutions of each immunoglobulin class displayed
a nearly linear portion (fig. 2). When responses to the
reference plasma were assessed on 10 separate occa-
sions, the resulting standard curves did not vary signifi-
cantly. The plasma immunoglobulin concentration was
calculated from a least-squares regression line of the
standard curve. The between assay coefficient of varia-
tion (CV) was lower for IgG than for IgM and IgA (tab.
1). The technique showed a low detection limit and the
average analytical recovery was high for all the immu-
noglobulins (tab. 1).
To obtain the single radial immunodifrusion values, a
standard curve was constructed by plotting, on a linear
scale, the diameter of the reference standard dilutions
versus their concentration for all canine immunoglobulin
classes tested. The between assay variation was similar
for IgG and IgA and lower for IgM. As expected, the
method was less sensitive than laser nephelometry,
whereas the average analytical recovery was similar for
both methods (tab. 1).
A standard curve for the ELISA assay was constructed
using the logit-log transformation of the 405 nm absorb-
ance values of the reference plasma dilutions steps. The
plasma immunoglobulin content was determined from a
least-squares regression line of the logit-log curve. As-
say-to-assay variation was low for IgM and acceptable
for IgG and IgA. Average analytical recovery ranged
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from 95.4% for IgA to 98.1% for IgM. Detection limits
for the different immunoglobulins studied demonstrated
the high sensitivity of the method (tab. 1).
Plasma immunoglobulin concentrations
Laser nephelometry, single radial immunodifrusion assay
and ELISA were used to measure the concentrations of
IgG, IgM and IgA in plasma samples from the 44 dogs.





Fig. 1, a to c Laser nephelometry IgG, IgM and IgA standard
reference curves for the determination of immunoglobulin concen-
trations in test samples.
tained by each technique were compared by Spearman
rank correlation analysis. Coefficients of correlation be-
tween laser nephelometry and single radial immunodifru-
sion were r = 0.9566 for IgG, r = 0.9339 for IgM, and
r = 0.9082 for IgA. Coefficients of correlation between
laser nephelometry and ELISA were r = 0.9884 for IgG,
r = 0.9344 for IgM, and r = 0.9278 for IgA.
Mean immunoglobulin plasma concentrations were
compared by one-way analysis of variance. Differences
were not significant for mean IgG. Mean IgM concentra-
tions determined by laser nephelometry were signifi-
cantly higher than those determined by single radial im-
munodifrusion (P = 0.0102) and ELISA (P = 0.0102).
Finally, the mean plasma IgA concentration determined
by laser nephelometry was significantly lower
(P = 0.0106) than that from the ELISA, whereas the dif-
ferences between laser nephelometry and single radial
immunodiffusion values were non-significant (tab. 2).
Discussion
Single radial immunodiflusion has traditionally been
used for estimating immunoglobulin concentrations in
body fluids. Unfortunately, its sensitivity is low, it is
time consuming and requires 24 to 72 hours to obtain
results, depending on the single radial immunodifrusion
method followed. Hence, there is a need to replace it
with an immunoassay lacking these drawbacks. The
two-antibody-sandwich ELISA is highly sensitive and a
useful method for detecting and measuring antigens (6,
9). The ELISA method can provide results the same day
and allows a large number of samples to be processed
in the same assay, but the method is time consuming
and between-assay variation may be high if the variables
are not carefully controlled. Also, its degree of automa-
tion is low making it less suitable for routine diagnostic
immunoglobulin determination. Nephelometry of plasma




Fig. 2 Typical dilution curves obtained by laser nephelometry for
the immunoglobulins assayed.
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Tab. 1 Between assay coefficient of variation (CV), sensitivity and analytical recovery of each











































Tab. 2 Mean (± SEM) plasma concentrations (g/1) of IgG, IgM and IgA (N = 44), and degree of




























radial immunodiffusion and ELISA techniques. Nephe-
lometers permit rapid analysis of many samples with
one set of standards, thereby reducing the cost per analy-
sis as compared with that of single radial immunodiffu-
sion, and the method is less time-consuming that ELISA.
Recent years have seen an improvement in assay stan-
dardization and variability. However, examination of
survey results between laboratories shows that the single
radial immunodifiusion results exhibit great variability
compared with nephelometry. In one specimen contain-
ing an approximately normal concentration of IgG, the
CV ranged from 3.9 per cent for laboratories using neph-
elometry to 41.2 per cent for laboratories using single
radial immunodifiusion (1). In our study, the day-to-day
precision of nephelometry was higher than that of the
single radial immunodifiusion and ELISA methods. Pre-
viously reported values of between assay CV for the
Mancini single radial immunodifiusion technique varied
between 4 and 10 per cent, depending on the protein
assayed, and about 7 to 12 per cent for the Fahey-McKel-
vey method (10). Similar CVs of about 10 per cent have
been reported for ELISA assays (11).
For analysis of human samples, nephelometry replaced
single radial immunodifiusion nearly two decades ago
(4, 10). However, in nephelometric assays, non-turbid
antisera are required to ensure low antibody blanks (3),
and while these "nephelometry grade" antisera are com-
mercially available for human immunoglobulin quantita-
tion, to the authors' knowledge there are no equivalent
antisera specific for canine immunoglobulins. However,
whole plasma antisera can also be used if they are delip-
idated and turbidity is not excessive. Another potential
problem in plasma immunoglobulin measurement is the
formation of soluble immune complexes in the presence
of antigen excess. Therefore samples whose antigen
concentration greatly exceeds normal levels must be di-
luted and re-assayed within the range of the reference
curve. Once appropriate dilutions of the standards and
samples are prepared, quantitation can be completed in
60 s using kinetic measurements, or in 1 to 2 h using
steady state or end-point analysis (4, 10). Mildly haemo-
lysed samples do not generally interfere with immuno-
globulin assays (1).
Although the ELISA method was more sensitive, one
disadvantage was that it was only linear over approxi-
mately a 2-log concentration range. Since the normal
range of plasma immunoglobulins is wide, the ELISA
procedures may require multiple dilutions of a patient's
plasma (or repeated assays) to yield samples within the
analytic range of the assay.
Statistical analysis of results by use of the Kolmogorov-
Smirnov test showed a slightly skewed population distri-
bution for the IgG and IgM distribution whereas the IgA
concentrations were found to be non-Gaussian. These
findings may be related to the already reported increase
of plasma IgA with the age (15). Thus, in the sample
studied, IgA concentrations tended to be lower in youn-
ger dogs (fig. 3), which together with the impossibility
of IgA concentrations showing negative values can ex-
plain the non-Gaussian distribution observed. The corre-
lation between nephelometric and single radial immuno-
difiusion values by use of Spearman rank coefficient
was good for IgG and poorer for IgA. Previous studies
comparing both techniques reported a slightly better cor-
relation which varied from 0.98 to 0.94 depending on
the immunoglobulin measured (4, 10).
Mean IgA concentration obtained by nephelometry was
non-significantly lower than that obtained by single ra-
dial immunodifrusion, a finding which has been reported
previously for human sera (4). However, in another
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Age [years]
Fig. 3 Laser nephelometry distribution of IgA plasma concentra-
tions as related to age (N = 44).
study comparing nephelometry and single radial im-
munodiffusion for quantifying human plasma immuno-
globulins, nephelometric results were consistently
higher than single radial immunodiffusion results (10).
The mean plasma IgA concentration determined by
laser nephelometry was significantly lower than that
determined by ELISA. In contrast, the nephelometric
values were significantly higher for IgM than those
obtained by single radial immunodiffusion and ELISA.
Dilution curves of laser nephelometry for all immuno-
globulins (fig. 2) showed appropriate slopes, and the
linear part of each curve covered an optimal range of
concentrations.
Two of the variables in the immunochemical quantita-
tion of immunoglobulins are the antisera and the refer-
ence standard. Both reactants were the same in the three
methods assayed, suggesting that other factors inherent
to the techniques are responsible for the significant dif-
ference in the results obtained by these methods. Both
laser nephelometry and single radial immunodiffusion
depend on the ability of the antisera to produce precipi-
tating immunocomplexes; thus one may reasonably ex-
pect closer quantitative results between these two tech-
niques. However, the high precipitating capacity of IgM
complexes combined with the sensitivity of laser nephe-
lometry, may be responsible for the higher IgM mean
concentration obtained by this technique. Differences
between IgA mean concentrations as determined by
nephelometry and ELISA were quantitatively more im-
portant. The ELISA method detects the amount of bound
antibody, and since its sensitivity is much higher the
contribution of minor unspecific reactions to the amount
of colour measured may be more important.
As determined by nephelometry, the plasma concentra-
tions of immunoglobulins IgG and IgM are in the same
range as those already reported, which were determined
mostly by single radial immunodiffusion (12), whereas
the mean plasma IgA concentration was slightly below
some of the previously reported values for the dog (0.26
to 1.24 g/1) (12, 13). Widely varying normal ranges of
canine IgA plasma immunoglobulins have been reported
by different authors, and the normal range has been
shown to vary, inter alia, with the age and breed (14,
15). Thus, reference values for each laboratory will vary
depending on the individuals used to establish them. As
the single radial immunodiffusion mean IgA value
(0.275 g/1) was not significantly different, and the
ELISA mean value is also in the lower range, it can
be assumed that this low IgA concentration was mostly
attributable to the sample analysed and not to the tech-
nique.
Conclusion
Laser nephelometry is a reproducible and accurate tech-
nique for quantitating immunoglobulins in canine
plasma. Results are produced in a few hours and correla-
tion with other available methods is acceptable. Al-
though without clinical relevance, the presence of some
statistically significant differences between laser nephe-
lometry and the other analytical methods assayed indi-
cate that a specific reference interval for immunoglobu-
lin concentrations determined by nephelometry should
be established by each laboratory.
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